Osteolysis after ceramic-on-ceramic hip arthroplasty. A case report.
A patient with rheumatoid arthritis operated on with insertion of an uncemented ceramic-on-ceramic Mittelmeier total hip developed an extensive, rapidly evolving osteolysis around the prosthetic stem, which in turn fractured spontaneously after 5 years. Aggressive bone resorption cannot be prevented by exclusion of polyethylene and bone cement from hip arthroplasty.